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Summary

The Child Hearing Early assessment Programme (CHEaP) regional project, was a combined departmental approach (au-
diology, Neonatology) of the University Hospital of Ferrara, aimed at identifying neonatal hearing impairment and defining 
early intervention strategies. aims of this project have been: i. construction of a neonatal screening programme using evoked 
otoacoustic emission and auditory brainstem responses; ii. the calculation of a precise estimate of cost-benefits for every child 
tested; iii. the development of an information flow instrument (database) for the storage of data and the statistical analysis of 
the results. The present report refers only to the results of the project related to the otoacoustic emission data from well-babies 
and intensive care unit residents. In the period January 2000-December 2004, 4269 full-term newborns and 654 Neonatal Inten-
sive Care unit babies were tested at the Neonatology Department. The cost of the universal Neonatal Hearing Screening was 
estimated at € 9,20 per child, considering the use of the ILO-292 apparatus, and € 8,28 per child in the case of an automatic 
screener. In this screening model, the initial hardware costs can be re-iterated into budget in a period of two years, if 1000 
children per year are tested.

Key wOrds: Newborn Hearing screening • Otoacoustic emissions • distortion products • Auditory Brainstem responses

rIAssUNtO

Il CHEAP (Child Hearing Early Assessment Programme) è stato un progetto regionale e multi-dipartimentale (Audiologia, 
Neonatologia) dell’Università di Ferrara mirato all’identificazione della ipoacusia infantile e ad un intervento precoce. Gli 
obiettivi del progetto sono stati la costruzione di un programma di screening neonatale con emissioni otoacustiche (OAE) e 
potenziali del tronco, il calcolo di una stima precisa dei costi-benefici per ogni bambino testato e lo sviluppo del software per 
l’archiviazione e l’analisi statistica delle risposte ottenute. Nel presente articolo, gli Autori riportano solo i risultati relativi a 
quattro anni (2000-2004) di screening uditivo neonatale con le OAE; al Nido sono stati testati 4269 neonati in totale, 654 in 
terapia intensiva. Una stima dei costi associati allo screening neonatale è di 9,20 € per bambino se si considera come appa-
recchio l’ILO-292 e 8,28 € per bambino nel caso si utilizzi un apparecchio automatico; tali costi/investimenti iniziali possono 
essere azzerati in un periodo di due anni se vengono testati almeno 1000 bambini all’anno.

PArOLe cHIAve: Screening uditivo neonatale • Otoemissioni • Prodotti di distorsione • Potenziali evocati uditivi

Introduction
In 2001, according to the world Health Organization 
(wHO) data, 250 million individuals in the world were af-
fected by an auditory impairment (about 28 million in the 
uSa). Hearing impairment is the most common congenital 
disease (3.5-9%) considering all degrees of permanent uni- 
or bilateral deafness 1-5. Today, early detection of permanent 
infant hearing impairment is of great importance, since ap-
propriate procedures involving hearing aids and rehabilita-
tion can be taken to ensure better language development 
and superior cognitive functions 2 6. recent evidence indi-
cates that timely hearing aid and rehabilitation treatment are 

decisive for the positive management of hearing impaired 
children: with the use of a suitable hearing aid within the 
first 3-6 months, speech and language development, psy-
chological balance, and school and social integration can 
become similar as may reach levels similar to those of chil-
dren of the same age with normal hearing 2 4-6.
The main objective of neonatal hearing screening is the 
early identification of all cases with mild-severe hearing 
loss (> 35-40 dB HL). recently, numerous studies 8-10 have 
proven the feasibility of newborn hearing screening strate-
gies based on the acquisition of otoacoustic emission re-
sponses (OAe). these responses are non-linear acoustic 
signals generated by the outer hair cells of the organ of 
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Corti. They are always present in subjects with normal 
hearing thresholds and are currently considered as indices 
of regular cochlear function. the OAes are absent in the 
case of sensorineural hearing losses ≥ 40 dB HL. clinical-
ly, the OAes can be classified in two types; transient emis-
sions (teOAes), evoked from transient stimuli 11-16 and 
distortion product emissions (dPOAes) evoked from two 
pure tones of different frequency simultaneously received 
by the cochlea 17. despite the strength of the clinical OAe 
protocols used clinically, the OAe community has always 
been interested in the development of new protocols and 
procedures which could minimize the time required for 
an OAe recording. An example is the Maximum Length 

sequence (MLs) method, where it is possible to obtain re-
liable data (i.e., cochlear responses) in times ≥  2s 10. Nev-
ertheless, a commercial implementation of this technique 
is not currently available.
In neonatal screening, it is preferable to first consider popu-
lations with a higher probability of developing a hearing 
impairment. The risk factor criteria proposed by the Joint 
Committee on Infant Hearing (JCIH) (Table I) are very use-
ful for the recognition of this category of subjects 18. It has 
been reported that, unfortunately, about 50% of the infantile 
cases identified with a hearing impairment, do not show any 
of the JCIH factors 19 20. Therefore, a screening programme 
based only on “babies with JCIH risk factors” could po-
tentially miss a significant percentage of cases presenting 
hearing impairment. In addition, assessment of risk-factor 
cases only with OAes could potentially miss cases pre-
senting retrocochlear hearing complications (i.e., auditory 
Neuropathy). In order to reduce these critical errors, and in 
order to correctly identify the maximum number of infants 
with mild to moderate hearing impairment, several authors 
have proposed the combination of two main strategies:
1. screening on all newborns (well-babies) with teOAes 

or dPOAes;
2. screening with multiple protocols (using OAes and au-

tomated ABr) all newborns with risk indicators (NIcU 
residents). With this set of protocols, it is also possible 
to obtain estimates of auditory neuropathy cases (OAes 
present, ABr asynchronous or not present).

The CHEaP project was designed to collect data from a 
large sample size in the greater area of Ferrara (emilia ro-
magna). the aims of the project can be summarized in the 
following three areas:
1. set up a neonatal screening programme using OAe and 

ABr responses; the precise estimate of administration 
costs for every child tested; the clinical comparison/ef-
ficacy of the OAe and ABr devices employed;

2. early identification of infantile hearing loss (within the 
vI-vII month of life); estimate of the degree of parental 
anxiety related to a child with a hearing impairment;

3. creation of an instrument to more easily divulge the flow 
of neonatal screening information, from data collection 
to data reporting.

In the present article (Part 1), an overview of findings 
emerging during the setting up of the project are reported. 
Further information will be presented in Parts 2 and 3.

Material and methods
The recordings from well-babies and Neonatal Intensive 
Care unit (NICu) residents were collected during the pe-
riod January 2000 - December 2004, at the university Hos-
pital of Ferrara.
various instruments have been used in the collection of 
OAe data ranging from third generation devices (ILO-
292 from Otodynamics) to fourth generation palm-type 
instruments (accuscreen from Fischer-Zoth; Eclipse 
from Labat; Otoread from Interacoustics; Audioscreener 
from viasys). Numerous devices were used in the ac-
quistion of Automated ABr data, such as Natus (Algo 
portable), accuScreen and audioscreener.
Screening of well-babies (newborns with no risk fac-
tors) was carried out within the first 48 hours of life, us-

Table I. JCIH criteria for the identification of hearing impair-
ment risks.

Newborn audiological risk factors (0-28 days)               
(JCIH, 1990, 1994, 2000)

Intrauterine infections

Cytomegalovirus

Toxoplasmosis

German measles

Cranio-Facial abnormalities

Labiopalatoschisis

Auricular malformations

Atresia auris

Hydrocephalus

Various

Familiarity for infantile sensorineural hypoacusis

Low birth weight (< 1500 g)

Disorders usually associated with sensorineural and/or conduc-
tive hypoacusis

Trisomia 8

Trisomia 21

Hypothyroidism

Severe dysfunction at birth

Hypotonia

Hypertonia

Foetal Alcohol Syndrome

Icterus

Hospitalisation NICU > 48 hours

Premature birth

Respiratory distress

Difficult confinement

Post-natal audiological risk factors (29 days - 2 years) 
(JCIH, 1990, 1994, 2000)

Post-natal infections associated with sensorineural 
hypoacusis

Bacterial Meningitis

Chicken pox

Recurrent or persistent otitis media

Cranial Trauma
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ing a three-phase (OAe-OAe-ABr) procedure (Fig. 1). 
teOAes or dPOAes were employed in the assessment 
of cochlear function; teOAes were used primarily in the 
linear protocol mode with an eliciting stimulus of 75 dB 
sPL. dPOAes were elicited by asymmetrical protocols 
(75-65 dB sPL) testing the frequencies 1.5, 2.0, 3.0, 4.0 and 
6.0 kHz. the dPOAes were found to be more immune to 
noise than teOAes and were very useful in PAss border-
line cases. the rationale for the choice of OAe parameters 
and additional details can be found elsewhere 13 15. The pres-
ence of an OAe response in both ears was considered as a 
“PaSS”. The criteria for a PaSS were based on previously 
established signal and signal to noise ratio (S/N) values 13-15. 
In the event, an acceptable OAe response was not present, 
even in one ear, a second test with OAes was performed 
within 15-30 days. If the result was again a “rEFEr”, an 
ABr test within the third month of age was performed, and 
if the suspected impairment was confirmed, a complete au-
diological evaluation was carried out (ABr and where nec-
essary electrocochleography).
For screening performed at the NICu, a three-phase proce-
dure (OAe-OAe-AABr) was used (Fig. 1). OAe screen-
ing was performed in pre-term babies after the 32nd week of 
conceptual age, and an acceptable OAe response, in both 
ears, was necessary for a PaSS. If the outcome of the sec-
ond OAe test (mainly dPOAe) was a reFer then an au-
tomated-ABr (AABr) test was performed within 24 hours. 
In the case of suspected impairment, a complete audiologi-
cal evaluation with clinical ABr was carried out (in most 
cases, with electrocochleography).
For the comparison of devices, we set the ILO-92 as the 
gold standard and the PaSS-rEFEr rates of this device 
were compared with the performance of the other devices. 
the format of the tests was device X (ILO-292) vs. device 
y. a table was constructed with the number of PaSSes 
and rEFErs of each device. To evaluate performance, 
McNemar’s test based on matched-pair data (devices used 
on same subjects) were used. The statistical procedure 
considers the distribution of discordant pairs (off-diagonal 
entries in the table). Due to the time required to perform 
the OAe test, only two devices were compared each time, 
maintaining the ILO-292 as the reference device. each 
group comprised 120 recordings, 80 from well-babies and 
40 from NICu residents.
the PAss cases (teOAe responses only) were pooled (ex-
cept the accuscreen data) in order to investigate whether 

the PAss parameters of device X were significantly similar 
to the PaSS parameters of device y. For the numerical com-
parison of devices, mean differences were estimated per 
variable of interest and tolerance intervals were constructed 
with p ≤ 0.05. the parameters investigated were: correla-
tion and signal to noise at 2.0, 3.0, and 4.0 kHz.

Results
Well-babies
a total of 4269 full-term newborns were tested during 
the period January 2000 - december 2004. Of these, 633 
(14.8%) failed the first OAe screening, and were re-test-
ed within 30 days; 33 cases (0.77%) failed the second 
stage OAe test and were studied using ABr and elec-
trocochleography. For that population, 5 cases (0.12%) 
were found with hearing impairment. Of these, 3 babies 
presented bilateral profound hearing loss, one of whom 
(born in 2001) has already received a cochlear implant; 
the remaining 3 presented unilateral severe deafness and 
are still in follow-up. The prevalence of bilateral hearing 
loss, in this group, was estimated as 0.07%.

NICU babies
Of the 654 NIcU babies tested, January 2000 - december 
2004, 129 (19.7%) failed the first OAe session (Fig. 2), 87 
of whom (13.3%) resulted as reFer, in the second OAe 
test and underwent further audiological tests (ABr and elec-
trocochleography). In the latter group, 13 cases (2%) were 
found to have hearing impairment. Of these, 6 presented 
unilateral severe deafness, while the remaining 7 had severe 
bilateral hearing loss. One of these babies is waiting for a 
cochlear implant. another 3 babies have concomitant severe 
psycho-neurological retardation, and are presently in a fol-
low-up programme; one baby, born in 2002, is using bilateral 
hearing aids and is also enrolled in a follow-up programme; 
the 2 remaining cases came from outside the Ferrara area 
and were offered assistance in another hospital in the Emilia-
romagna region. The prevalence of bilateral hearing loss in 
this group was, therefore, 1.07%. despite the combined use 
of OAes and AABr, in the NIcU population, since 2003, 
no cases of Auditory Neuropathy have been identified.

Screening Costs
For the screening costs, we have considered two possible 
scenarios, one with the purchase of the ILO-292 and anoth-
er with the purchase of a portable device. additional costs 
were related to the salary of the technician/s performing 

Fig. 1. Newborn Hearing Screening using a three-stage proce-
dure.

Fig. 2. Hearing Screening results at the Ferrara University Hospital.
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the clinical OAe tests, the cost of maintaining the database 
and various computer items. The data from well-babies and 
NICu residents were pooled and are presented analytically 
in table II A,B. the average cost per tested infant varies 
from € 8.28 to € 9.20. the costs of the screening of infants 
presenting hearing impairment (a total of 10 bilateral cases) 
are much higher, ranging from € 4030 to € 4530.

Comparison of Devices
For the well-babies, the performance of devices was very 
similar and no significant differences were found in the 
counts of PaSS or rEFEr. The order, in terms of best 
performance, was: Accuscreen, eclipse & Otoread, Audio-
screener, ILO-292. the order (best performance) differed for 
the NIcU data, being: Audioscreener, Otoread, eclipse & 
Accuscreen, ILO-292. In the NIcU data, significant differ-
ences in performance (with the exception of PAsses) were 
observed between the first two devices and the other three.
The comparison of the PaSS responses between devices in-
dicated that the PAss variables have significantly different 
values across the various devices. analytically: (i) between 
ILO-292 and Audioscreener, differences were found in the 
correlation and s/N, at 4.0 kHz; (ii) between ILO-292 and 
eclipse, differences were found at the s/N of 4.0 kHz; (iii) 
between ILO-292 and Otoread, differences were found at 
the s/N values, at 3.0 and 4.0 kHz.

Discussion
The main objective of CHEaP project was to set up a lo-
cal screening programme (Ferrara and neighbourhood) on 

well-babies and pre-term infants with the possibility of of-
fering intervention services to those in need, before the age 
of 6 months.
the percentages of territorial coverage and efficiency have 
been close to the limit established before the beginning of 
the project (i.e., ≥ 90%). Assuming the availability of re-
gional funds, this percentage might increase significantly in 
the future by using a larger number of screening devices 
and network technologies. The increase of territorial cov-
erage does not always coincide with increased screening 
efficiency. data from larger screening programmes in the 
uS 3 21 have indicated that as the territorial coverage increas-
es, the percentage of non-returning cases can rise exponen-
tially to estimates close to 20% or 30% of the total number 
of subjects tested.
The data from the project related to the well-babies indicated 
that this population is easily assessed and that the incidence 
of bilateral hearing loss is low. The data indicate that less 
than one child (0.7) per thousand is suffering from hear-
ing impairment. Earlier studies in the literature 7 18 22 have 
reported values ranging from 1.2 to 2.0 cases per thousand. 
We postulate that the difference between those estimates 
and that from our study, depends on two factors: (i) the very 
homogeneous population of the greater Ferrara area; (ii) the 
impact of using newer and state-of-the-art screening tech-
nology (fourth generation palm OAe devices).
The percentage of bilateral hearing impairment, detected by 
our screening programme in the NIcU population (1.07%), 
is also below the estimates presented in the literature. The 
probable cause for this apparent discrepancy (again ex-
cluding issues related to population homogeneity) is that 

Table II A. Costs of the screening protocol using ILO-292 (A), and an automatic apparatus (B).

Parameter Costs in € (VAT incl)

OAE apparatus (ILO-292) 10.000,00

Database and data tracking software 4.000,00

Salary of OAE operator (48 mos) 24.000,00

PC with Laser printer 1.500,00 

Collection and storage of data (48 mos) 4.800,00

Phone calls, letters, other paper material (48 mos) 1000,00

Total 45.300,00

For every tested baby (45300/4923) 9,20

For every identified baby (45300/10) 4530,00

Table II B.

Parameter Costs in € (VAT incl)

Automatic OAE Apparatus 5.500,00

Database and data tracking software 4.000,00

Salary of OAE operator (48 mos) 24.000,00

PC with Laser printer 1.500,00 

Collection and storage of data (48 mos) 4.800,00

Phone calls, letters, and other paper material (48 mos) 1000,00

Total 40.800,00

For every tested baby (40800/4923) 8,28

For every identified baby (40800/10) 4080
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the majority of the NIcU testing (at least in the first two 
years of the project) has been on cases with specific risk 
factors. These are low birth weight, prolonged mechanical 
ventilation, hyperbilirubinaemia and low apgar score. Pro-
longed mechanical ventilation has been considered a risk 
indicator for hearing loss by the Joint Committee on Infant 
Hearing since 1990, although in 1994, the risk indicator was 
changed to mechanical ventilation of 5 days or longer. The 
spectrum of risk factors, identified in the NIcU population, 
is part of a dynamic process that has continued to change 
since the early 1990s. In fact, there are more extremely low 
birth weight infants surviving at the limits of viability, and 
new technology and treatment continue to emerge, such as 
high frequency ventilation and surfactants. Some diseases, 
which previously had high prevalence rates, such as con-
genital rubella, have been effectively reduced. We contem-
plate that the constant change in the characteristics of the 
NIcU population will also affect the specificity of neonatal 
screening.
One of the most important issues in neonatal screening 
practice is the policy related to false positive cases (i.e., 
normal hearing infants evaluated as hearing impaired 
by OAes). In our experience, this aspect is minimal in 
the well-baby population (25/4269 = 0.5%) due to vari-
ous factors, mainly proper acoustic conditions during 
the tests. The NICu environment is more corrupt, from 
an acoustic and electro-magnetic point of view, and the 
number of false positives rises to 74/654 (11.3%). this 
estimate can be minimized by the application in situ 
of AABr measurements or by numerous repetitions of 
OAe or automated OAe (AOAe) measurements. the 
data from the cHeAP project show that AABr meas-
urements probably influence the false positive (FP) esti-
mate. during the first two years of the project, the FP was 
15.2% and in the last two years (where AABr and mul-
tiple AOAes were used), the estimate dropped to 11.4%. 
the difference in FP are marginally significant and from 
the data available it cannot be established which factor 
(AABr, AOAe, or the tracking queries of the database) 
contributed the most.
the anxiety induced, in the family, by a “false positive” 
response is one of the disadvantages associated with any 
screening programme, even if several authors have already 
demonstrated that most relatives are in favour of these 
projects 18 23-25. as in every screening programme, the pres-
ence of “false positive” results is possible, even if it should 
be < 3-4%, also with a tendency to decrease as soon as the 
expertise of the operators improves. Moreover, factors that 
can influence the “false positive” rate include the presence 
of the baby’s movements or regurgitation during the exam, 
or obstruction of the external auditory canal 23 24 26. Other 
emotional factors include anxiety (71%), stress (29%), im-
patience (25%), search for aid (24%), depression (13%), 
sense of guilt (7%). these feelings could remain present, 
in the baby’s family, even for months or years 29, even if 
other audiological exams then proved the absence of hear-
ing impairment. However, reasons in favour of a screening 
programme are high 18 25 27 28 even if the long-term effects 
induced by those emotional states are presently unknown. 
data in the literature support our experience that neonatal 
hearing screening is well accepted by families 18 25 29 30 and, 
in the light of these data, the importance of sharing qualita-
tive information with the families of infants is considered 

as one of the most fundamental factors for a screening pro-
gramme aiming to achieve an efficient intervention policy.
We also estimated the screening costs of the CHEaP project, 
using several simplistic scenarios (table IIA, B). the initial 
financial investment can be recovered in a relatively short 
period of 24 months, assuming the possibility to clinically 
assess 1000 infants per year with a cost of the screening 
test equal to € 24. considering the time span of the project, 
the neonatal screening costs using ILO-292 have been esti-
mated to be € 9.20 per child, while costs for the use of an 
automatic apparatus are lower (€ 8.28). the estimates pre-
sented do not include the costs for the diffusion of screening 
results (via web or printed paper); the final cost is less than 
the estimate of € 23 per child, that we had considered as the 
maximum attainable value at the beginning of the project.
the evaluation of 5 AOAe devices suggested that, in 
terms of technology, the performance of most screening 
equipment was comparable. this finding may be mis-
leading since it refers to data from the well-baby clinic. 
Testing, in a silent room, an infant which is not agitated 
does not challenge the OAe technology, we have today, 
and the results obtained reflect the pleasant surroundings 
and subject conditions (necessary for an OAe test). In 
the NICu, the acoustic and electromagnetic noise level 
is significantly higher and present a suitable challenge to 
current OAe technology. the gold standard (ILO-292) 
did not perform very well as the diameter of the probe of 
this device (plus the neonatal tip) was wider than the ex-
ternal meatus of the infants tested and adds considerable 
external noise to the OAe recording. these issues were 
completely eliminated by the use of the smaller probes 
from the fourth generation devices. The neonatal probes 
currently supplied by Otodynamics have tips of smaller 
dimensions to address the fitting problems in the NIcU. 
It is also worthwhile mentioning that the fourth genera-
tion devices have shown a superior performance in terms 
of immunity to electromagnetic interference which is 
quite common in the NIcU facilities, as we have experi-
enced with earlier versions of the ILO equipment.
comparison of the teOAe variables from the 4 devices (Ac-
cuscreen excluded), for PAss cases, indicated that the PAss 
responses differ significantly between devices. this is not an 
issue for clear-cut PaSS well-baby or NICu cases, but we 
postulate that it could be a problem in borderline cases. The 
ILO-292 responses appear to enhance the high frequency 
components of the teOAe response in comparison to the 
data structures recorded with the other portable devices.
the complexity of the cHeAP project suggested, from the 
initial design stages, the need of a tool to make the flow 
of information easier, i.e., from the OAe registration to 
the actual performance reports. as the number of subjects 
tested increases, the need to track individual cases (mostly 
rEFErs) also increases. Without such an instrument, it is 
difficult to further develop a Universal Neonatal screen-
ing programme and to offer good intervention strategies to 
the infants identified with various hearing deficits. In the 
context of the cHeAP programme, the small number of 
reFers did not permit a definite analysis of the impact of 
our tracking system. a number of recent studies, however, 
have tested our hypothesis concerning the importance of a 
database in an Early Hearing Detection and Intervention 
programme 31-33. The database served not only as an archive 
of data and a tracking monitor of the rEFEr activity, but 
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was also used to analyze and search the data for various 
important patterns. For more information on this structure 
see Appendix.

Conclusions
The present data indicate that the well-baby population and 
the NICu residents can be easily assessed for estimates of 
hearing and that hearing screening is only the first step in 
the care of a hearing-impaired infant. In our opinion, a data-
base for the statistical analysis of the data and eventual pa-
tient tracking is a tool able to efficiently manage the flow of 
information. One of the most important issues in a universal 
screening programme is to reduce the “false positive” rate 
that can generate anxiety in the infant’s family. the transi-
tion to early intervention should be as unemotional as possi-
ble, with a cohesive team of health care professionals capa-
ble of providing medical, audiologic, communication, and 
educational management for the infant, as well as emotional 
support for the family.

Appendix: software development
The term database relates primarily to the term Informa-
tion management and plays an important role in the cur-
rent Early Hearing Detection and Intervention programmes 
(EHDI), which are the evolution of the uNHS models we 
have developed over the last few years. The software for 
data tracking is not supplied by any of the manufacturers 
of OAe devices and, at present, can be found only in the 
Us with prices equivalent to the cost of the AOAe devices 
themselves. In this context, it was considered very advanta-
geous to develop a European tracking platform which could 
be distributed, with minimal costs, to all the centres taking 
part in the screening. Thus, the development of software for 
tracking-data structure (database) became one of the main 
aims of the CHEaP project. The database was designed 
with the aim of improving:
– collection of OAe data from different OAe equipment 

(i.e., data directly downloaded into the database or intro-
duced manually);

– statistical analysis of the data collected with pre-design 
forms (patterns);

– tracking and monitoring of rEFEr cases;
– creation of messages/letters to invite rEFEr subjects 

for re-testing;
– generation of reports presenting screening performance 

of the project per population or per time interval;
– possibility to run on an INTErNET server and connect 

many screening sites with a central coordination station.

data are inserted in the database by filling out a pre-speci-
fied form (Fig. 3); the database contains personal data of 
each infant, the number of OAe/AOAe/ABr/AABr tests 
carried out, and also the eventual hearing aid prescription 
or eventual date of cochlear implantation. It is even possi-
ble to estimate the territorial coverage or the screening per-
formance, or even the number of PaSS and rEFEr results 
through the various phases of the screening. Figure 4 shows 
a query of rEFEr patients; it is possible to choose the pe-
riod of interest, select patients with risk factors, or even the 
phase or type of examination.
The database has been designed with funds from the 
CHEaP regional project and maintained and updated with 
contributions from the LABAt company (for  information 
see http://www.labat.it). For more detailed information on 
the structure of the database see the Otoacoustic emissions 
Portal http://www.otoemissions.org
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Fig. 3. Database software: the screen-shot shows the input mo-
dule for inserting data related to a subject.

Fig. 4. Database software: the screen-shot shows the query which 
identifies the REFER patients during phases 2 and 3 or during the 
whole screening procedure.
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